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We report the design of a millimeter-sized parallel plate free-air ionization chamber10
(IC) aimed at determining the absolute air kerma rate of an ultra-soft X-ray beam
(E = 1:5 keV). The size of the IC was determined so that the measurement volume
satises the condition of charged-particle equilibrium. The correction factors nec-
essary to properly measure the absolute kerma using the IC have been established.
Particular attention was given to the determination of the eective mean energy15
for the 1.5 keV photons using the PENELOPE code. Other correction factors were
determined by means of computer simulation (COMSOL and FLUKA). Measure-
ments of air kerma rates under specic operating parameters of the lab-bench X-ray
source have been performed at various distances from that source and compared to
Monte-Carlo calculations. We show that the developed ionization chamber makes it20
possible to determine accurate photon uence rates in routine work and will consti-
tute substantial time-savings for future radiobiological experiments based on the use
of ultra-soft X-rays.
a)jegroetz@univ-fcomte.fr
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I. INTRODUCTION
Ultrasoft X-rays (USX) have been and still are extensively used to rene and gain new25
insights into the radiobiological mechanisms that underline cellular inactivation and more
generally cellular damage.1{6 In recent years, such low energy X-rays have also been em-
ployed to evaluate the ecacy of both USXs and secondary Low Energy Electrons (LEEs)
at damaging DNA7,8. There are basically two main ways to use USX beams; access to a
synchrotron radiation facility3,9,10 or to use a laboratory X-ray generator.5,6,11,12 Labora-30
tory bench X-ray sources consist of two possible types; hot-cathode13 or cold-cathode X-ray
tubes. Cold cathode discharge tubes are attractive due to some unique characteristics, as
they can operate in a rough vacuum using an inexpensive high voltage supply.14 Most of
the recent studies in which lab-bench USX beams where used are based on the use of cold-
cathode devices. We designed and developed a well-tailored cold cathode USX generator to35
deliver Al K photon beams (1486.295 eV, 1.5 keV).15 Intensity of such USXs is dramat-
ically reduced in air (i.e. a 4.8 mm thickness corresponds to 50% attenuation in standard
conditions) and their dosimetry must therefore be particularly well-adapted. In order to
properly characterize the generators dosimetry, an original millimeter-sized free-air ioniza-
tion chamber was designed specially for this purpose, to measure the air kerma rate. On40
the other hand, commercial Gafchromic dosimetric lms (HD-810) were used in order to
map the spatial dose distribution of the beam (not shown in details herein).15 Design of
both the cold cathode USX generator and free-air ionization chamber were optimized by
means of specic simulation tools: FLUKA16,17 and PENELOPE18 calculation codes for
Monte-Carlo simulation of electron and photon transport and COMSOL19, a multiphysics45
simulation software environment for dening the geometry, meshing, solving and visualizing
electric eld lines in the devices. In this article, we report the main characteristics of the
USX cold cathode generator, we describe the free-air ionization chamber design as well as
its operation in terms of dosimetry, and we characterize the capabilities of the generator in
terms of USX photons uence rate delivery, notably for future radiobiological experiments.50
Prior to a full description of its geometry, we describe the way in which the dimensions of the
chamber have rst been optimized and validated. With a free air ionization chamber, if the
ion-collecting gas volume is precisely known, the chamber can be considered as an absolute
dosimeter.20,21 Nevertheless, the precise determination of the air kerma rate necessitates an
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additional set of correction factors to be determined.22 We show how those dierent correc-55
tion factors where determined using both bibliographic references and computer simulations.
Finally, kerma rate measurements make it possible to determine the photon uence rate.
II. MATERIALS AND METHODS
The conception of the generator used in this work is based on a design rst proposed
by Lea23 in the early forties and revisited in the sixties by Neary et al.11 and Solomon60
and Baun14, Hoshi et al.24 and Folkard et al25 in the eighties. Additionally, the generator
and the characterization of its beam have been the object of a recent article.15 Briey
described, the generator is a cold-cathode source in which, when high voltage is applied,
under given internal pressure conditions, an electric discharge appears between the electrodes
and the electric current is stabilized. This Townsend discharge is sustained by multiplication65
of electron ow through ion impact on the cathode when a critical value of the electric
eld strength is reached, which depends on the gas density. Electrons interact with the
atoms of the aluminum foil giving rise to the emission of characteristic K (1.5 keV) USXs
accompanied by the emission of bremsstrahlung radiation. Depending on the parameters
set (accelerating voltage, current and pressure) during operation, the bremsstrahlung can70
be suppressed or not: to produce a K peak with our cold-cathode USX generator, the
accelerating voltage must be set between 2 and 2.5 kV.15
A. Free-air ionization chamber
Parallel-plate free air ionization chambers are widely used for the absolute measurement
of air kerma beams of hard and soft X-ray. Figure 2 represents the general diagram of such75
an ionization chamber.20{22,26 The photon beam passes through an aperture diaphragm, then
between two parallel metal plates where an appropriate voltage (VC) is applied in order to
collect the charges created by the interaction of the photons with the atomic components of
air. The guard plates are used to ensure uniformity of the electric eld lines in the volume
of collection. The collection electrode is used for measuring the electric current.80
The air kerma rate for a free-air ionization chamber with a measuring volume Vm is
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FIG. 1. Schematic diagram of a parallel-plate free-air ionization chamber, d represents the distance
between the reference plane and the measurement plane.
calculated by22:
_K =
I
airVm
 We
e
 1
1  g
Y
i
ki (1)
where I (A) is the measured ionization chamber current, air is the density of dry air un-
der measured temperature and pressure conditions (at standard conditions 293.15 K and85
101.33 hPa, air = 1:2048 kg.m
 3 with relative uncertainty 0.01%, as dened by NIST),
We is the eective mean energy necessary to create an electron-ion pair in dry air (We
must be calculated for the Al K X-rays, i.e. for 1.5 keV photons,27,28 detailed in sec-
tion III B) ; e is the elementary charge; g is the mean fraction of the secondary electron
energy lost to bremsstrahlung radiation which is negligible when ultrasoft X-rays are ab-90
sorbed in air21,29 and
Q
i ki is the dimensionless product of all necessary chamber correction
factors.21,22,27,28,30{33
Some of these correction factors are straightforward to determine, while others must be
assessed with specic calculations. In this work, the following correction factors have been
used:95
 kat, the attenuation factor in air along the distance d between reference and measure-
ment plane22 (see Fig. 1.); since this factor depends on the density of air in the ambient
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conditions of temperature and pressure, it was calculated with these corrections;34
 kTP, the mass correction factor for taking account of the pressure and temperature
variations.35 This factor has a low sensitivity to ambient pressure variations, but it is100
more sensitive to ambient temperature variations. In our case, an articial weathering
chamber is used to circulate dry or humid air in the irradiation chamber, to control
both temperature and hygrometry;
 kH, the factor applied to correct the variation in the air hygrometry
 kR is the factor for correcting the initial recombination in the collection volume, de-105
termined according to the two-voltage method;36,37 for small volume chambers, the
general recombination is negligible;38 kR is determined based on a set of two electrical
current measurements I1 and I2 at two dierent voltages V1 and V2 :
kR = 1 + (I1=I2   1)=(V1=V2   I1=I2)
 kp is the polarization factor calculated using direct (I+) and inverse (I ) chamber110
currents21 : kp = (jI+j+ jI j)=(2jI j)
 kExc the factor to correct the excess charge due to the ion pairs produced by the initial
photon interaction in air,22,27 calculated with the following relation kExc = 1 1=Nion =
1  W (T )=(E  en=); at E = 1500 eV, en and  are very close (0.25% dierence)
and W(T) is equal to 34:36 eV (see section III B);115
 kField the factor to correct the distortion of the electric eld in the collection volume;39,
 ke and ks are respectively the correction factors for electron-loss and coherently scat-
tered and uorescence photons;30 those factors are generally determined with Monte-
Carlo simulations.
The values used in the present work and which have been easily calculated based on the120
relationships found in the literature are presented in Table 1. Uncertainties associated to the
kerma rate measurements were calculated using the formula for propagation of uncertainties.
The factors kField, ke and ks have been computed using COMSOL
TMand FLUKA calcu-
lation codes (see respectively section III.C. and section III.D).
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TABLE I. Corrections factors used in this work to calculate air kerma and which have been collected
in the references listed above. U is the relative uncertainty in %.
Correction factor Value U (%) Specic conditions
kat 2.498 1.44
kTP 1.024 0.68 300 K and 1013,25 hPa
kH 0.998 0.10 between 20% and 80% of hygrometry
kR 1.026 0.30
kp 1.010 1.50
kExc 0.977 0.12
B. Electric eld simulations125
COMSOLTMhas been used for optimizing the ionization chamber dimensions and operat-
ing parameters, using the AC/DC module which provides an environment for the simulation
of electrostatic phenomena. Parallel-plate free-air chambers must have a uniform electric
eld between their plates to ensure that the dimensions of the ion-collection volume and the
length of the volume are accurately known.130
C. Particle physics Monte-Carlo simulations - FLUKA and PENELOPE codes
FLUKA is a multipurpose Monte-Carlo simulation code, mainly dedicated to high energy
physics and radiation dosimetry.16,17 Now, its use has been extended to nuclear medicine
dosimetry and hadrontherapy,40,41 and it can be used to determine, with accuracy, the
correction factors for the electron losses, photon scattering and photon uorescence in a135
free-air ionization chamber. Energy cut-o for transport of primary electrons and photons
is 1 keV, but this parameter can be lowered to 0.1 keV for secondary photons. Fluorescence
emission for K and L lines are well considered, and for charged particle transport such as
electrons, a single scattering approach could be specied through the MULSOPT option.
Since the aluminum foil (X-ray source) and the ionization chamber are close together, we140
must be aware of the beam divergence of our system.15 Beam divergence can be specied
with the appropriate angular distribution.
PENELOPE is a Monte-Carlo code system for simulation of electron and photon
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transport.18 Both detailed simulations (hard events or analog histories) and multiple-
scattering approaches (soft events with the Continuous Slowing Down Approximation {145
CSDA) are possible. These transport algorithms are controlled by several parameters, C1,
C2, WCC and WCR. The C1 and C2 parameters refer to the average angular deection and
the maximum average fractional energy loss between consecutive hard elastic events (we
set C1 = C2 = 0:05). WCC and WCR relate to the cuto energy loss for hard inelastic
collisions and hard bremsstrahlung emission (WCC = WCR = 1 keV in our case). The lower150
absorption energy was set to 50 eV, which is the allowed minimal value.
III. FEATURES OF THE IONIZATION CHAMBER AND CORRECTION
FACTOR CALCULATIONS
A. Design of the free-air ionization chamber
The design of an ionization chamber requires the choice of sizes and materials depending155
on the quality of the beam and the area of interest. Based on the schematic diagram of Fig.
1, a parallel-plate ionization chamber suitable for measuring the air kerma of USXs (typically
< 5 keV) has been developed (Fig. 2). The use of such an ionization chamber requires that
the measurement volume (Vm) satises the condition of charged-particle equilibrium (i.e.
the number of charged particles of each type, leaving a volume are equal to the number160
entering).20 This is ensured by the fact that the distance between the reference plane and
the plane of measurement (see Fig. 1) is greater than the maximum range Rair of the
secondary electrons created by photons in air. From the CSDA, the value Rair is estimated
at 2.40 mm for 10 keV photons (with ESTAR42 and PENELOPE) and at 0.15 mm for 2 keV
photons (with PENELOPE calculations, since ESTAR calculates the CSDA range down to165
10 keV). For the secondary electrons created in the volume Vm, which dissipate their energy
before being collected, it is a necessary condition that the distance from the latter to the
electrodes remains greater than Rair. Two possible distances d (corresponding to 6.5 and
10.5 mm starting from the reference plane) for the collector electrodes (see Fig. 2(a) and
2(b)) are available with our IC. For this application, only the electrodes at 6.5 mm were170
used, because the attenuation factor in air at 10.5 mm is too large, leading to values for the
current too low to be measured.
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FIG. 2. Free-air ionization chamber: (a) 3D COMSOLTM representation of the chamber showing
electrodes and guard plates (in black); (b) Picture of the design of the chamber without shielding
box, where the welding points of the CMS resistances that connect consecutive guard plates are
visible. Collector electrodes with connections are on the front side; (c) Picture of the nal design
with a cylindrical shielding box containing the copper diaphragm (8 mm diameter aperture) and
electric insulation made up of black High-Density Poly-Ethylene (HDPE).
Both diaphragm and aperture (see Fig. 2) dene the size of the X-ray beam entering
the chamber. The mass attenuation coecient for copper at 1.5 keV (the energy of the Al
K line) is 4:42 103 cm2/g. The copper diaphragm machined for the ionizing chamber is175
actually 3 mm thick which ensures a complete attenuation of the considered photons. Copper
is also used to machine the electrodes and guard plates, all maintained by polystyrene plates.
Table II presents the sizes of the ionizing chamber. It should be noticed that this chamber
is intended to measure air kerma rates of USXs (i.e. with energies less than 5 keV) and
therefore, we can consider that Rair < 2:4 mm. As for the diameter of the copper diaphragm180
aperture, we have chosen a 8 mm value due to the fact that we envisage the use of the
X-ray source mainly to irradiate nanometer-scaled DNA layers43 in order to obtain data of
radiobiological importance. Briey, the DNA deposition method developed recently by our
group43 consists of a droplet of constant volume, being deposited on a hydrophobic graphite
surface, which ensures a constant area (with diameter = 8 mm) is created, this is why we185
selected the above mentioned area for the ionization chamber aperture.
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TABLE II. Free-air ionization chamber geometrical parameters.
Chamber parameters Dimensions (mm)
Aperture diameter of copper diaphragm 8:00 0:02
Air path length (d) 6:50 0:02
Collecting length 12:000 0:005
Electrode separation 15:00 0:02
Collector width 1:000 0:005
Guard plate width 1:000 0:005
Measuring volume (mm3) 52:78 0:36
B. Determination of We
The eective value of the energy expended in air per electron-ion pair must be calculated
from the spectrum of secondary electrons generated, in our case, by 1.5 keV photons. Within
the chosen operating parameters, we can consider that the beam is monoenergetic. For190
photons of energy E, We is dened by the following relation:
27
We(E) =
Z Emax
0
 
d
dt
!
TdT
Z Emax
0
 
d
dt
!
T
W (T )
dT
(2)
where Emax is the maximum energy transfered to electrons, d=dt is the spectral uence of
electrons liberated by photon interactions in air and W (T ) is the mean energy required to
create an ion pair in air by an electron with a kinetic energy T .195
Buhr et al.28 used a parameterization of the W value based on a t to experimental
values, which yields to:
W (T ) =
Wair
1  (T=A1)A2+A3T
(3)
with A1 = 14:636 eV, A2 =  0:828 and A3 =  3:8  10 5 eV 1 (this last parameter is
dened for electron energies T > A1, meaning that no ion pairs are created by electrons200
with energies below A1).
For this study, the PENELOPE-201118 code was used to determine the electron spectral
uence generated by the 1.5 keV photons in air, which simulates photoionizations for K-shells
and L-shells and relaxations including Auger electrons down to 100 eV. Figure 3 illustrates
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the spectral uence of electrons from the K Al X-rays calculated with PENELOPE-2011.205
These simulated results of d=dt and parameterization ofW (T ) (Eq. (3)) were implemented
in Eq. (2) to assess Wair. This leads to a value of Wair=e for 1.5 keV photons equal to
35:50  0:01 J/C. This value is in good accordance with the evolution of We as proposed
in Bermann et al.27 In our case, the We is not corrected directly by the excess charge, as
Buhr et al. proposed in their model.28 Therefore the excess charge factor kExc was used for210
that correction.
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FIG. 3. Electron uence spectrum from 1.5 keV photons in air calculated with PENELOPE-2011
C. Distribution of electric eld lines in the chamber, correction factor kField
Fig. 4 shows the distribution of electric eld lines in the chamber as simulated using the
COMSOLTMsoftware; in the case of voltages applied to the shielding box equal to 0 and215
to half of the voltage applied to the chamber, VC . These simulations clearly show how the
shielding box voltage inuences the eld lines inside the ionization chamber. Indeed, when
half of the VC is applied, the collection volume can be used nearer to the chamber aperture,
which minimizes the distance d and therefore minimizes the attenuation factor kat. When
applying a voltage equal to half VC to the shielding box, we minimize the distortion of eld220
lines in the volume of collection (see Fig. 4(b)), and we can thus use a large aperture (8
mm). This will allow the penetration of a beam of large dimension in the chamber, thus
generating larger signals that increase the sensitivity.33 The value of VC=2 will be used in
further work and the correction factor kField is determined using this particular voltage.
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FIG. 4. Distribution of electric eld lines in the ionization chamber. The black rectangle between
electrodes represents the limits of the collection volume. (a) Field lines when the copper shielding
box (in white color) is plugged to the ground; (b) Simulation corresponding to the case where
the shielding box is polarized at VC=2. (c) Radial cross-sectional view of the eld lines when the
shielding box is at VC=2.
The determination of the correction factor kField is based on the method described in detail225
in a report of the CIPM (International Committee for Weights and Measures) metrology
portal.39 In brief, a digitized picture of the eld lines in the collection volume of the ionization
chamber (see for example Fig. 4(b)) is used to determine the parameters in Eq. (4). The
eld lines that pass through the center of the gap between the guards and collector are
followed until they cross the central axis of the chamber. Using the intersection of this eld230
line with the central axis, the osets of the eld lines along this axis (x) are determined.
Fig. 5 illustrates the method. The correction factor kField is calculated using
39:
kField = 1 +
2x
Lel + Lg
(4)
Parameters Lel and Lg are implicit values depending on the design of the chamber; in
the present study: Lel = 1 mm and Lg = 50 m. The numerical values determined using235
the above-mentioned method are x = 0:06 mm and x = 0:04 mm, leading to an average
value of 0.05 mm. The correction factor accounting for eld eects in the collection volume
of the chamber is thus kField = 1:095 0:10%.
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FIG. 5. Schematic representation of the parameters x, Lel and Lg used in Eq. (4) for the
determination of kField.
D. Correction factors ke and ks
In this part, the collection and detection volumes must be carefully described. The col-240
lection volume matches the volume of air inside the ionization chamber. As to the detection
volume, it corresponds to the electrodes, the air space between the inner side and the collec-
tion volume (in the plane YZ), the wall surrounding the collection volume and the collection
volume itself.
Figure 6 shows the dierent regions used in FLUKA, corresponding to the dierent vol-245
umes:
 collection volume: region C31 (air)
 air space between inner side and collection volume: region C34 (upper) and region
C35 (lower)
 IC wall : region C30 (epoxy)250
 IC wall surrounding the collection volume : region C36 (epoxy)
 electrodes : upper region C32 and lower region C33 (copper)
 air (excluding the air regions above) : region C10
In our case, the detection volume is made up of regions C31, C32, C33, C34, C35 and
C36, while the collection volume corresponds to region C31.255
The correction factor ke is used to take into account the energy loss due to the primary
electrons reaching the IC electrodes, the inner wall or the air space, and a partial energy
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(a) (b)
(c) (d)
1
FIG. 6. 2D representation of the ionization chamber: (a) 2D section in ZX with the IC walls in
blue and the shielding box in brown; 2D section with the dierent regions corresponding to the
collection and detection volumes in ZX, also with the region C32 showing the upper electrode (b);
in ZY (c) and in XY (d).
deposition in the collection volume. It can be dened as30:
ke =
Edet
Ecoll
=
Eelec + Evol + Ecoll
Ecoll
(5)
where Edet is the energy deposited in the detection volume, Eelec is the energy deposited260
in the electrode plates (regions C32 and C33), Evol is the energy deposited in the air space
between the inner sides and the collection volume (regions C34 and C35) and Ecoll is the
energy deposited in the collection volume by primary electrons.
The correction factor ks is dened for the scattered radiation producing additional elec-
trons, which occurs when incident photons scatter on the diaphragm edge or when photons265
are produced by uorescence. This factor ks is calculated as
30
ks =
Ecoll
Scoll
(6)
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where Scoll is the energy deposited by secondary electrons from scattered and uorescence
photons.
Both correction factors were calculated at various distances, corresponding to the range270
of use of the ionization chamber: 10, 12, 15, 20, 25 and 30 mm between the aluminum foil
and the shielding box diaphragm (Fig. 7).
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FIG. 7. (a) 2D representation of the deposed energy (normalized to GeV/cm3/primary) in the IC.
(b) Correction factors ke and ks as a function of the distance source-shielding box diaphragm.275
From these results, we can deduce the average values and associated standard deviations
ke = 1:001 0:001: and ks = 0:999 0:001.
IV. RESULTS AND DISCUSSION
A. Air kerma rate
Aimed at determining the photon uence rate _' in radiobiology experiments, the chamber280
provides air kerma rate _K measurements. In case the distance between the USX source and
the chamber must be varied, a step by step motor is used to move the chamber at the
required distance. Air kerma rate _K measurements were performed at various distances
from the source (plane of the aluminum foil) of our lab-bench cold cathode generator in dry
air (2.4 kV and 3 mA). The dose is also calculated using FLUKA at the same distances, with285
special attention given to the angular distribution of the beam (Gaussian divergence at 0.7
rad).15 Concerning FLUKA calculations it should be noticed that the electronic equilibrium
being established in the ionization chamber volume, absorbed dose in air and air kerma are
identical. In Fig. 8, measurements and calculations are compared, where FLUKA results
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are expressed as air kerma per primary photons. Both results show a very good accordance290
with the distance source-ionization chamber.
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FIG. 8. Air kerma rate measurements with the ionization chamber at distances between 11 and
19 mm from the foil source (left axis), as compared to air kerma FLUKA calculation (right axis).
Experimental errors are sometimes shorter than the black dots and can therefore not be seen on295
the plot.
B. Photon uence rate
In the special case where the USX beam is of a mono-energetic character (under specic
operating conditions, our cold-cathode USX generator acts as a mono-energetic source, see
Ref. 15 for more details), the measured kerma rate can be converted to a photon uence300
rate using:
_' = _K 
"
E 
 
en

!
air
# 1
(7)
where E is the mean photon energy and (en=)air is the mass energy-absorption coecient
for 1.5 keV X-rays in dry air, equal to 1:188103 cm2.g 1. At constant acceleration voltage,
the measured photon uence rate increases linearly with the generators current.15305
We measured the photon ux through a detector Si (PIN)-type XR-100 CR AmptekTM
with a sensitive area of 6.72 mm and a beryllium shielding foil having a thickness of 12.5
m (the correction due to the attenuation in the beryllium foil was taken into account).
Operating conditions for the USX generator were 2 kV and 1.5 mA, in order to minimize310
15
pulse pile-up and radiation damages to the detector, as well as taking maximum benet
of highest beam purity (96%). Measurements were also performed for distances to the
aluminum foil remaining beyond 50 mm for the same reasons.
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FIG. 9. Photon uence rate measurements with the ionization chamber at distances between 11315
and 15 mm from the foil source and with the Si diode from 50 to 65 mm.
Fig. 9 presents the photon uence rate measured with the IC and the Si diode in their
range of distances (between 11 and 15 mm for the IC, from 50 to 65 mm for the diode).320
The decreasing exponential t shows a good correlation for both detectors. Nevertheless, it
should be dicult to have a perfect correlation, due to the beam geometry and that of both
measuring systems. Indeed the spatial uence distribution of the beam is not homogeneous
close to the aluminum foil (in the IC distance range of measurement), and becomes more
homogeneous away from the source.15 Moreover, measurements carried out by the IC are325
averaged over an area of 50 mm2 (aperture area), while those performed using the Si (PIN)
are averaged over an area of 6.75 mm2 (sensitive surface of the detector).
V. CONCLUSION
We have successfully designed an original millimeter-sized parallel plate free air ionization
chamber specially intended to determine the photon uence rates of a mono-energetic USXs330
beam delivered in air. It required a precise determination of the correction factors at a
very low energy value (i.e. 1.5 keV photon energy), especially for the eective mean energy
We , the eld correction factor and the correction factors for electron loss and uorescence
photons in the collection volume.
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The measured absolute kerma rate in air compared to Monte-Carlo simulations have335
shown good agreement within the experimental uncertainties range. The evolution of uence
rates related to the distance from the source were also performed with the IC and a Si-diode
and have shown a good correlation. Further work will consist in strictly validate the photon
uence rate with a suitable and calibrated diode.
The ionization chamber developed herein will allow considerable time savings in future340
radio-biological experiments, where DNA layers with nanometer-scaled thicknesses will be
exposed to USXs in order to generate low energy photo-electrons (0-10 eV) from a graphite
substrate. Additionally, such an ionization chamber may provide useful in research areas
where Ultra-Soft X-rays are used. Lastly, the work presented in this paper completes the
energy domain of application of parallel plate free air ionization chambers, which to our345
knowledge, were used, up to now, solely for the dosimetry of hard and soft X-rays.
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